Station A, Before the Filtration System

Time Time Alpha | Beta | Initial Count Alpha | Beta Re-count Alpha [ Beta Final Count
Date Installed | Removed Filter ID (dpm) [ (dpm) [ (date/time) (dpm) | (dpm) | (date/time) (dpm) | (dpm) | (date/time)
2/14/14 2/15/14
2/14/14 0742 0630 A23021414 4.A4M** 1.2M | 021514/0649 Laboratory Analysis 8.2M* [ <MDA N/P
2/15/14 2/15/14
2/15/14 0630 0840 A23021514 225K | 46.8K | 021514/0916 LaboratoryAnalysis 213K* [ <MDA N/P
2/15/14 2/15/14
2/15/14 0840 1510 A230215140840 285K 54K | 021514/1541 Non-Rad Analysis in SRS Lab N/A N/A N/P
2/15/14 2/15/14
2/15/14 1510 2330 A230215141510 124K | 24481 | 021614/0012 Non-Rad Analysis in SRS Lab N/A N/A N/P
2/15/14 2/16/14
2/15/14 2330 0850 A230215142330 47.3K | 10558 | 021614/0917 Count Not Performed 46.3K | 8749 | 030614/1555
2/16/14 2/16/14
2/16/14 0850 1648 A230216140850 12.3K | 2842 | 021614/1927 Count Not Performed 12.2K | 2306 | 030614/1555
2/16/14 2/17/14
2/16/14 1648 0015 A230216141650 4051 | 1256 | 021714/0046 Count Not Performed 3526 702 030614/1555
2/17/14 2/17/14
2/17/14 0015 0820 A230217140015 1802 638 | 021714/0942 1723 573 |021714/1012 1660 325 030614/1555
2/17/14 2/17/14
2/17/14 0820 1620 A230217140820 1048 621 | 021714/1705 Count Not Performed 767 150 030614/1555
2/17/14 2/18/14
2/17/14 1620 0010 A230217141620 802 633 | 021814/0051 633 230 |021814/1012 44 8 030614/1555
2/18/14 2/18/14
2/18/14 0010 0820 A230218140010 326 338 | 021814/0928 237 157 |021814/1202 163 30 030614/1555
2/18/14 2/18/14
2/18/14 0820 1605 A230218140820 609 780 | 021814/1624 258 118 [021914/0315 239 39 030614/1555
2/18/14 2/19/14
2/18/14 1605 0035 A230218141605 346 340 | 021914/0143 227 143 [021914/0547 186 41 030614/1555
2/19/14 2/19/14
2/19/14 0035 0823 A230219140040 224 320 | 021914/0952 136 143 [021914/1222 72 12 030914/1349
2/19/14 2/19/14
2/19/14 0823 1600 A230219140823 264 443 | 021914/1708 130 137 [021914/2046 84 11 030914/1349
**|nitial activity is inaccurate due to debris filter loading.
All counts performed on a Tennelec XLB for 10 minutes MDA = Minimum Detectable Activity
unless otherwise noted. dpm =Disintegrations Per Minute
* Values represent the results of isotopic analysis. N/A = Not Analyzed N/P = Not Performed Page 1



Station A, Before the Filtration System

Time Time Alpha | Beta | Initial Count Alpha | Beta Re-count Alpha [ Beta Final Count
Date Installed | Removed Filter ID (dpm) [ (dpm) [ (date/time) (dpm) | (dpm) | (date/time) (dpm) | (dpm) | (date/time)
2/19/14 2/20/14
2/19/14 1600 0018 A230219141600 286 378 | 022014/0124 150 119 [022014/0352 93 12 030914/1350
2/20/14 2/20/14
2/20/14 0018 0817 A230220140018 290 219 | 022014/1010 216 146 |[022014/1256 165 25 030914/1357
2/20/14 2/20/14
2/20/14 0817 1624 A230220140817 135 131 | 022014/1838 107 85 022014/2204 70 12 030914/1357
2/20/14 2/21/14
2/20/14 1624 0012 A230220141624 231 103 | 022114/0154 203 84 022114/0505 173 26 030914/1357
2/21/14 2/21/14
2/21/14 0012 0845 A230221140012 330 146 | 022114/1027 286 105 |[022114/1532 250 39 030914/1357
2/21/14 2/21/14
2/21/14 0845 1620 A230221140845 253 199 | 022114/1654 175 86 022114/2000 158 22 030914/1358
2/21/14 2/22/14
2/21/14 1620 0050 A230221141620 388 549 | 022214/0124 215 154 [022214/0400 168 24 030914/1358
2/22/14 2/22/14
2/22/14 0050 0830 A230222140050 421 599 | 022214/0906 180 154 [022214/1150 107 16 030914/1517
2/22/14 2/22/14
2/22/14 0830 1615 A230222140830 243 337 | 022214/1713 140 166 |[022214/2004 67 12 030914/1518
2/22/14 2/23/14
2/22/14 1615 0011 A230222141650 487 626 | 022314/0047 208 129 |[022314/0401 160 26 030914/1518
2/23/14 2/23/14
2/23/14 0011 0830 A230223140011 328 504 | 022314/0906 162 167 [022314/1222 94 14 030914/1547
2/23/14 2/23/14
2/23/14 0830 1615 A230223140830 225 340 | 022314/1644 Count Not Performed 46 7 030914/1548
2/23/14 2/24/14
2/23/14 1615 0025 A230223141615 412 696 | 022414/0048 102 109 |[022414/0405 39 5 030914/1548
2/24/14 2/24/14
2/24/14 0025 0912 A230224140025 195 309 | 022414/1137 149 213 |022414/1540 46 8 030914/1552
2/24/14 2/24/14
2/24/14 0912 1702 A230224140912 437 740 | 022414/1733 141 214 |022414/2031 26 <MDA | 030914/1552
2/24/14 2/25/14
2/24/14 1702 0005 A230224141702 429 796 | 022514/0029 91 138 [022514/0355 26 7 030914/1553
2/25/14 2/25/14
2/25/14 0005 0830 A230225140005 381 618 | 022514/0951 138 194 [022514/1349 30 8 030914/1636
All counts performed on a Tennelec XLB for 10 minutes MDA = Minimum Detectable Activity
unless otherwise noted. dpm =Disintegrations Per Minute
* Values represent the results of isotopic analysis. N/A = Not Analyzed N/P = Not Performed Page 2



Station A, Before the Filtration System

Time Time Alpha | Beta | Initial Count Alpha | Beta Re-count Alpha [ Beta Final Count
Date Installed | Removed Filter ID (dpm) [ (dpm) [ (date/time) (dpm) | (dpm) | (date/time) (dpm) | (dpm) | (date/time)
2/25/14 2/25/14
2/25/14 0830 1628 A120225140830 544 962 | 022514/1730 165 277 |022514/2000 17 <MDA | 030914/1636
2/25/14 2/26/14
2/25/14 1628 0025 A230225141628 647 1140 | 022614/0100 161 263 |022614/0407 28 <MDA | 030914/1636
2/26/14 2/26/14
2/26/14 0025 0845 A230226140025 307 487 | 022614/0958 158 225 |022614/1354 32 <MDA | 030914/1636
2/26/14 2/26/14
2/26/14 0845 1640 A230226140845 377 579 | 022614/1729 Count Not Performed 35 6 030914/1637
2/26/14 2/27/14
2/26/14 1640 0015 A230226141640 458 826 | 022714/0052 114 172 [022714/0408 25 14 030914/1637
2/27/14 2/27/14
2/27/14 0015 0903 A230227140015 685 1198 | 022714/0932 191 340 |022714/1225 26 9 030914/2058
2/27/14 2/27/14
2/27/14 0903 1651 A230227140903 457 793 | 022714/1726 78 103 |[022814/0424 30 12 030914/2055
2/27/14 2/28/14
2/28/14 1651 0015 A230227141651 239 423 | 022812/0046 52 90 022814/0401 14 <MDA | 030914/2053
2/28/14 2/28/14
2/28/14 0015 0835 A230228140015 81 136 | 022814/1032 49 81 022814/1417 11 <MDA | 030914/2103
2/28/14 02/28/14
2/28/14 0835 1615 A230228140835 84 127 | 022814/1820 43 91 022814/2119 9 <MDA | 030914/2107
2/28/14 3/1/14
3/1/14 1615 0104 A230228141615 133 208 | 030114/0235 60 89 030114/0527 16 7 030914/2213
3/1/14 3/1/14
3/1/14 0104 0855 A230301140104 224 440 | 030114/0956 73 116 |[030114/1257 9 8 030914/2210
3/1/14 3/1/14
3/1/14 0855 1656 A230301140855 186 354 | 030114/1756 69 94 030114/2109 18 <MDA | 030914/2249
3/1/14 3/2/14
3/1/14 1656 0007 A230301141656 121 213 | 030214/0107 47 55 030214/0512 17 9 030914/2249
3/2/14 3/2/14
3/2/14 0007 0825 A230302140007 918 1638 | 030214/0836 122 218 |030214/1155 15 <MDA | 030914/2251
3/2/14 3/2/14
3/2/14 0825 1650 A230302140825 563 973 | 030214/1732 155 311 |030214/2124 13 7 030914/2251
3/2/14 3/3/14
3/2/14 1650 0106 A230302141650 359 621 | 030314/0158 150 258 |030314/0537 25 7 030914/2254
All counts performed on a Tennelec XLB for 10 minutes MDA = Minimum Detectable Activity
unless otherwise noted. dpm =Disintegrations Per Minute
* Values represent the results of isotopic analysis. N/A = Not Analyzed N/P = Not Performed Page 3



Station A, Before the Filtration System

Time Time Alpha | Beta | Initial Count Alpha | Beta Re-count Alpha [ Beta Final Count
Date Installed | Removed Filter ID (dpm) [ (dpm) [ (date/time) (dpm) | (dpm) | (date/time) (dpm) | (dpm) | (date/time)
3/3/14 3/3/14
3/3/14 0106 0817 A230303140106 264 468 | 030314/0915 118 201 |030314/1217 19 7 030914/2255
3/3/14 3/3/14
3/3/14 0817 1630 A230303140817 380 699 | 030314/1704 97 172 [030314/2103 19 8 030914/2256
3/3/14 3/4/14
3/3/14 1630 0034 A230303141630 191 340 | 030414/0207 93 147 [030414/0543 25 7 030914/2258
3/4/14 3/4/14
3/4/14 0034 0817 A230304140034 479 757 | 030414/0900 135 199 |[030414/1130 18 <MDA | 030914/2249
3/4/14 3/4/14
3/4/14 0817 1557 A230304140817 384 586 | 030414/1639 120 129 |[030414/1957 40 10 031014/0121
3/4/14 3/5/14
3/4/14 1557 0022 A230304141557 399 753 | 030514/0051 74 143 [030514/0351 14 <MDA | 031014/0117
3/5/14 3/5/14
3/5/14 0022 0835 A230305140022 674 1162 | 030514/0903 112 203 |030514/1206 12 <MDA | 031014/0118
3/5/14 3/5/14
3/5/14 0835 1605 A230305140835 203 344 | 030514/1622 130 184 |[030514/2007 51 7 031014/0119
3/5/14 3/6/14
3/5/14 1605 0040 A230305141605 341 599 | 030614/0109 118 168 |[030614/0403 45 13 031014/0120
3/6/14 3/6/14
3/6/14 0040 0820 A230306140040 117 174 | 030614/1238 70 116 [030614/2011 40 10 031014/0121
3/6/14 3/6/14
3/6/14 0820 1554 A230306140820 151 244 | 030614/1725 55 85 030614/2349 19 5 031114/1135
3/6/14 3/7/14
3/6/14 1554 0015 A230306141554 467 894 | 030714/0039 97 171 [030714/0401 12 <MDA | 031114/1135
3/7/14 3/7/14
3/7/14 0015 1055 A230307140015 210 384 | 030714/1225 88 136 [030714/2141 18 4 031114/1136
3/7/14 3/7/14
3/7/14 1055 1635 A230307141055 231 357 | 030714/1749 60 63 030814/0456 29 5 031114/1137
3/7/14 3/8/14
3/7/14 1635 0029 A230307141635 257 311 | 030814/0152 141 146 [030814/0348 78 16 031114/0016
3/8/14 3/8/14
3/8/14 0029 0805 A230308140029 207 289 | 030814/0955 88 106 |[030814/2140 39 13 031114/1138
3/8/4 3/9/14
3/8/14 0805 0020 A230308140805 222 378 | 030914/0051 89 127 [030914/1022 23 <MDA | 031214/0003
All counts performed on a Tennelec XLB for 10 minutes MDA = Minimum Detectable Activity
unless otherwise noted. dpm =Disintegrations Per Minute
* Values represent the results of isotopic analysis. N/A = Not Analyzed N/P = Not Performed Page 4




Station A, Before the Filtration System

Time Time Alpha | Beta | Initial Count Alpha | Beta Re-count Alpha [ Beta Final Count
Date Installed | Removed Filter ID (dpm) [ (dpm) [ (date/time) (dpm) | (dpm) | (date/time) (dpm) | (dpm) | (date/time)
3/9/14 3/9/14
3/9/14 0020 0830 A230309140020 173 300 | 030914/0951 102 174 [030914/1254 12 <MDA | 031214/0746
3/9/14 3/9/14
3/9/14 0830 1615 A230309140830 120 226 | 030914/1744 65 93 031014/0232 16 <MDA | 031214/1549
3/9/14 3/10/14
3/9/14 1615 0010 A230309141615 64 99 031014/0115 32 42 031014/1018 12 <MDA | 031314/0000
3/10/14 3/10/14
3/10/14 0010 0835 A230310140010 138 276 | 031014/0954 42 79 031014/1729 10 <MDA | 031314/0750
3/10/14 3/10/14
3/10/14 0835 1620 A230310140835 210 407 | 031014/1658 46 75 031114/1032 15 <MDA | 031314/1531
3/10/14 3/11/14
3/10/14 1620 0030 A230310141620 224 380 | 031114/0120 65 84 |031114/0753 20 <MDA | 031414/0030
3/11/14 3/11/14
3/11/14 0030 0815 A230311140030 310 496 | 031114/0918 89 120 [031114/1510 17 4.3 031414/1100
3/11/14 3/11/14
3/11/14 0815 1600 A230311140815 304 558 | 031114/1640 64 93 031214/0003 13 7 031414/1542
3/11/14 3/12/14
3/11/14 1600 0010 A230311141600 233 388 | 031214/0101 233 388 |031214/0743 16 <MDA | 031514/0743
3/11/14 3/12/14
3/12/14 0010 0820 A230312140010 129 213 | 031214/0906 49 73 031214/1547 19 <MDA | 031514/0745
3/12/14 3/12/14
3/12/14 0820 1610 A230312140820 85 253 | 031214/1653 53 72 031314/0020 14 <MDA | 031514/1623
3/12/14 3/13/14
3/12/14 1610 0020 A230312141610 124 221 | 031314/0116 44 82 031314/0750 8 <MDA | 031614/0025
3/13/14 3/13/14
3/13/14 0020 0830 A230313140020 206 362 | 031314/0927 66 86 031314/1530 20 9 031614/0818
3/13/14 3/13/14
3/13/14 0830 1610 A230313140830 570 436 | 031314/1655 369 127 [031414/0120 368 57 031614/1728
3/13/14 3/14/14
3/13/14 1610 0018 A230313141610 119 206 | 031414/0139 43 58 031414/1056 16 <MDA | 031714/0018
3/14/14 3/14/14
3/14/14 0018 0900 A230314140018 279 518 | 031414/0941 72 113 [031414/1533 12 <MDA | 031714/0804
3/14/14 3/14/14
3/14/14 0900 1610 A230314140900 209 369 | 031414/1720 58 96 031514/0011 7 5 031714/1606
All counts performed on a Tennelec XLB for 10 minutes MDA = Minimum Detectable Activity
unless otherwise noted. dpm =Disintegrations Per Minute
* Values represent the results of isotopic analysis. N/A = Not Analyzed N/P = Not Performed Page 5



Station A, Before the Filtration System

Time Time Alpha | Beta | Initial Count Alpha | Beta Re-count Alpha [ Beta Final Count
Date Installed | Removed Filter ID (dpm) [ (dpm) [ (date/time) (dpm) | (dpm) | (date/time) (dpm) | (dpm) | (date/time)
3/14/14 3/15/14
3/14/14 1610 0005 A230314141610 208 353 | 031514/0100 47 68 031514/0747 8 <MDA | 031814/0013
3/15/14 3/1/14
3/15/14 0005 0815 A230315140005 172 290 | 031514/0953 70 104 |031514/1624 12 8 031814/0803
3/15/14 3/15/14
3/15/14 0815 1610 A230315140900 210 327 | 031514/1706 56 80 031614/0130 19 <MDA | 031814/1548
3/15/14 3/16/14
3/15/14 1610 0001 A230315141610 85 139 | 031614/0139 36 69 031614/0821 12 <MDA | 031914/0000
3/16/14 3/16/14
3/16/14 0001 0812 A230316140001 144 224 | 031614/0900 45 56 031614/1603 10 <MDA | 031914/0810
3/16/14 3/16/14
3/16/14 0812 1607 A230316140812 102 194 | 031614/1704 40 62 031714/0018
3/16/14 3/17/14
3/16/14 1607 0002 A230316141607 106 187 | 031714/0103 33 51 031714/0811
3/17/14 3/17/14
3/17/14 0002 0835 A230317140002 148 244 | 031714/0957 57 96 031714/1620
3/17/14 3/17/14
3/17/14 0835 1610 230317140835 127 204 | 031714/1741 48 78 031817/0011
3/17/14 3/18/14
3/17/14 1610 0001 A230317141610 206 346 | 031714/0040 39 57 031814/0802
3/18/14 3/18/14
3/18/14 0001 0840 A230318140001 176 227 | 031814/1014 117 104 |[031814/1550
3/18/14 3/18/14
3/18/14 0840 1604 A230318140840 210 332 | 031814/1653 56 74 1031914/0030
3/18/14 3/19/14
3/18/14 1604 0015 A230318141604 147 241 | 031914/0044
3/19/14 3/19/14
3/19/14 0015 0840 A2303191400015 83 121 | 031914/1016
All counts performed on a Tennelec XLB for 10 minutes MDA = Minimum Detectable Activity
unless otherwise noted. dpm =Disintegrations Per Minute
* Values represent the results of isotopic analysis. N/A = Not Analyzed N/P = Not Performed Page 6



Station B, After the Filtration System

Date
Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
2/14/14 | 2/15/14

2/14/14 0754 0835 B130214140754 28.2K | 5877 |021514/0850 Not Performed (Lab Analysis) 57K <MDA N/P
2/15/14 | 2/15/14 Filter sent to SRS for Non-Rad

2/15/14 0835 1445 B130215140835 36.2K | 7340 |021514/1134 Not Performed (Lab Analysis) Analysis
2/15/14 | 2/15/14

2/15/14 1445 2305 B130215141445 671 142 |021714/1056 Not Performed (Lab Analysis) 875* N/A N/P
2/15/14 | 2/16/14

2/15/14 2305 0904 B130215142305 300 152 |021614/0932 253 63 (021614/1127 258* N/A N/P
2/16/14 | 2/16/14

2/16/14 0904 1705 B130216140904 144 67 (021614/1755 111 22 (021714/1201 128* N/A N/P
2/16/14 | 2/17/14

2/16/14 1705 0030 B130216141705 72 54 (021714/0046 62 18 (021714/1203 53* N/A N/P
2/17/14 | 2/17/14

2/17/14 0030 0805 B130217140030 43 26 [021714/0930 30 23 |021714/0955 31* N/A N/P
2/17/14 | 2/17/14

2/17/14 0805 1600 B130217140805 78 35 [021714/1650 58 20 |021714/1958 52* N/A N/P
2/17/14 | 2/18/14

2/17/14 1600 0030 B130217141600 65 55 (021814/0051 45 18 |021814/0423 706* N/A N/P
2/18/14 | 2/18/14

2/18/14 0030 0901 B130218140030 42 61 [021814/0928 23 12 (021814/1202 27* N/A N/P
2/18/14 | 2/18/14

2/18/14 0901 1655 B130218140901 41 29 |[021814/1754 28 7 (021914/0315 34* N/A N/P
2/18/14 | 2/19/14

2/18/14 1655 0105 B130218141655 42 36 [021914/0144 20 7 |021914/0547 19* N/A N/P
2/19/14 | 2/19/14

2/19/14 0105 0900 B130219140105 33 44 1021914/0952 20 15 (021914/1222 11 <MDA 030614/1730
2/19/14 | 2/19/14

2/19/14 0900 1627 B130219140900 36 34 (021914/1708 25 10 (021914/2036 23 <MDA 030614/1730

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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Station B, After the Filtration System

Date
Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
2/19/14 | 2/20/14

2/19/14 1627 0035 B130219141627 45 46 (022014/0107 25 9 |022014/0359 17 <MDA 030614/1730
2/20/14 | 2/20/14

2/20/14 0035 0852 B130220140035 52 21 |022014/1035 38 14 (022014/1226 42 8 030614/1730
2/20/14 | 2/20/14

2/20/14 0852 1654 B130220140852 98 22 |022014/1838 101 23 |022014/2211 95 17 030614/1730
2/20/14 | 2/21/14

2/20/14 1654 0038 B130220141654 40 19 |022114/0204 33 11 (022114/0521 34 9 030614/1730
2/21/14 | 2/21/14

2/21/14 0038 0820 B130221140038 30 6 022114/1027 27 12 (022114/1532 25 5 030614/1757
2/21/14 | 2/21/14

2/21/14 0820 1600 B130221140820 37 15 |022114/1654 41 12 (022114/2028 33 5 030614/1730
2/21/14 | 2/22/14

2/21/14 1600 0019 B130221141600 50 28 1022214/0125 42 14 (022214/0358 37 12 030614/1730
2/22/14 | 2/22/14

2/22/14 0019 0810 B130222140019 30 22 |022214/0946 19 12 (022214/1151 13 <MDA 030614/1730
2/22/14 | 2/22/14

2/22/14 0810 1615 B130222140810 28 17 (022214/1713 22 10 (022214/2004 15 <MDA 030614/1730
2/22/14 | 2/22/14

2/22/14 1615 2356 B130222141615 32 33 |022314/0047 22 9 022314/0404 11 <MDA 030614/1757
2/22/14 | 2/23/14

2/22/14 2356 0810 B130222142356 21 29 1022314/0938 19 17 (022314/1227 9 <MDA 030614/1811
2/23/14 | 2/23/14

2/23/14 0810 1605 B130223140810 7 22 |022314/1642 17 7 1022314/2010 14 <MDA 030614/1757
2/23/14 | 2/24/14

2/23/14 1605 0015 B130223141605 40 54 1022414/0054 19 13 (022414/0401 12 <MDA 030614/1811
2/24/14 | 2/24/14

2/24/14 0015 0846 B130224140015 14 19 |022414/1136 14 14 (022414/1540 9 <MDA 030614/1811

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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Station B, After the Filtration System

Date
Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
2/24/14 | 2/24/14

2/24/14 0846 1635 B130224140846 22 28 1022414/1733 8 8 |022414/2031 6 <MDA 030614/1811
2/24/14 | 2/25/14

2/24/14 1635 0016 B130224141635 45 72 1022514/0029 8 12 (022514/0404 6 <MDA 030614/1811
2/25/14 | 2/25/14

2/25/14 0016 0902 B130225140016 41 53 1022514/1012 14 21 |022514/1403 9 <MDA 030614/1840
2/25/14 | 2/25/14

2/25/14 0902 1652 B130225140902 39 59 1022514/1742 12 7 1022514/2000 5 <MDA 030614/1840
2/25/14 | 2/26/14

2/25/14 1652 0010 B130225141652 27 41 |022614/0101 12 10 (022614/0450 7 <MDA 030614/1840
2/26/14 | 2/26/14

2/26/14 0010 0921 B130226140010 26 21 |022614/1051 23 16 (022614/1423 19 <MDA 030614/1905
2/26/14 |2/26/2014

2/26/14 0921 1616 B130226140921 22 25 022614/1727 Count Not Performed 6 <MDA 030614/1905
2/26/14 | 2/27/14

2/26/14 1616 0030 B130226141616 33 59 1022714/0129 11 14 (022714/0408 4 <MDA 030614/1825
2/27/14 | 2/27/14

2/27/14 0030 0806 B130227140030 22 37 1022714/0929 7 22 |022714/1153 1 <MDA 030614/1825
2/27/14 | 2/28/14

2/27/14 0806 0012 B130227140806 27 41 022814/0046 16 10 (022814/0401 9 <MDA 030614/1825
02/28/14| 2/28/14

2/28/14 0012 0927 B130228140012 14 20 022814 /1024 8 5 1022814/1408 4 <MDA 030614/1825
2/28/14 | 2/28/14

2/28/14 0927 1705 B130228140927 6 7 1022814 /1825 5 <MDA [022814/1919 5 <MDA 030614/1825
2/28/14 3/1/14

2/28/14 1705 0144 B130228141705 16 28 030114 /0235 6 5 1030114 /0528 3 <MDA 030614/1825
3/1/14 3/1/14

3/1/14 0144 0915 B130301140144 21 35 |030114/0957 6 8 |030114/1257 2 <MDA 030614/1825

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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Station B, After the Filtration System

Date
Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
3/1/14 3/1/14

3/1/14 0915 1620 B130301140915 10 10 |[030114/1735 4 <MDA |030114/2110 4 <MDA 030614/1825
3/1/14 3/2/14

3/1/14 1620 0045 B130301141620 17 16 |030214/0108 9 5 ]030214/0512 10 9 030614/1825
3/2/14 3/2/14

3/2/14 0045 0850 B130302140045 51 81 [030214/0925 19 20 ]030214/1156 5 <MDA |030914/2323
3/2/14 3/2/14

3/2/14 0850 1630 B130302140850 51 37 1030214/1723 34 18 (030214/2122 38 7 030914/2326
3/2/14 3/3/14

3/2/14 1630 0106 B130302141630 17 28 030314/0152 7 13 [030314/0559 3.14 <MDA |030914/2327
3/3/14 3/3/14

3/3/14 0106 0820 B130303140106 26 39 |030314/0855 9 14 (030314/1217 1.05 <MDA |030914/2327
3/3/14 3/3/14

3/3/14 0820 1620 B130303140820 19 48 (030314/1704 2 6 ]030314/2103 44 6 030914/2328
3/3/14 3/4/14

3/3/14 1620 0114 B130303141620 22 33 |030414/0208 5 8 |030414/0543 1.31 <MDA |030914/2330
3/4/14 3/4/14

3/4/14 0114 0815 B130304140114 31 49 (030414/0846 8 11 (030414/1130 3.66 <MDA |031014/0238
3/4/14 3/4/14

3/4/14 0815 1610 B130304140815 18 26 (030414/1639 4 <MDA [030414/1957 6.8 <MDA |030914/2330
3/4/14 3/5/14

3/4/14 1610 0005 B130304141610 21 34 1030514/0051 5 5 ]030514/0351 2.61 <MDA |030914/2331
3/5/14 3/5/14

3/5/14 0005 0810 B130305140005 26 36 |030514/0920 7 14 (030514/1206 2.04 <MDA |030814/1332
3/5/14 3/5/14

3/5/14 0810 1608 B130305140810 86 49 |030514/1649 6 8 |030514/2007 **60 10 030814/1332
3/5/14 3/6/14

3/5/14 1608 0015 B130305141608 16 29 |030614/0109 7 9 |030614/0403 3.07 <MDA |030814/2329

** After counting each filter quadrant separately, it was determined that the filter was cross contaminated.

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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Station B, After the Filtration System

Date

Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
3/6/14 3/6/14

3/6/14 0015 0835 B130306140015 22 45 030614/0902 8 8 |030614/1240 2.78 <MDA |030914/1016
3/6/14 3/6/14

3/6/14 0835 1620 B130306140835 18 27 |030614/1725 1 <MDA [030614/2348 3.03 <MDA |031014/0223
3/6/14 3/7/14

3/6/14 1620 0001 B130306141620 18 35 |030714/0039 2 5 ]030714/1255 <MDA <MDA |031014/0104
3/7/14 3/7/14

3/7/14 0001 1140 B130307140001 24 41 |030714/1226 7 6 030814/0141 4 <MDA |031014/0030
3/7/14 3/7/14

3/7/14 1140 1710 B130307141140 11 21 |030714/1750 3 <MDA |030814/0157 4 <MDA |031014/1736
3/7/14 3/8/14

3/7/14 1710 0015 B130307141710 10 15 |[030814/0122 3 <MDA |030814/2331 4 <MDA |031114/0017
3/8/14 3/8/14

3/8/14 0015 0855 B130308140015 23 28 (030814/0955 5 <MDA |030914/1017 4.34 <MDA |031114/1138
3/8/14 3/8/14

3/8/14 0855 1750 B130308140855 22 21 |030814/1815 15 6 ]030814/2335 11 5.82 031114/1401
3/8/14 3/9/14

3/8/14 1750 0055 B130308141750 10 18 |030914/0142 4 3 ]030914/1020 <MDA <MDA |031214/0004
3/9/14 3/9/14

3/9/14 0055 0905 B130309140055 17 31 |030914/0952 2 2 ]031014/0803 <MDA <MDA |031214/0747
3/9/14 3/9/14

3/9/14 0905 1650 B130309140905 8 10 |030914/1744 1 2 |031014/0154 <MDA <MDA |031214/1550
3/9/14 3/10/14

3/9/14 1650 0010 B130309141650 21 39 |031014/0046 1 3 ]031014/0801 <MDA <MDA |031314/0000
3/10/14 | 3/10/14

3/10/14 0010 0915 B130310140010 16 25 |031014/1018 5 6 ]031014/1729 2.36 <MDA |031314/0751
3/10/14 | 3/10/14

3/10/14 0915 1640 B130310140915 10 19 |031014/1658 3 2 ]031114/1032 <MDA <MDA |031314/1558

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed




Station B, After the Filtration System

Date
Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
3/10/14 | 3/11/14

3/10/14 1640 0050 B130310141640 26 45 1031114/0132 4 5 ]031114/0753 3.07 <MDA |031314/2359
3/11/14 | 3/11/14

3/11/14 0050 0847 B130311140050 38 59 1031114/0918 6 10 (31114/1511 <MDA <MDA |031414/1100
3/11/14 | 3/11/14

3/11/14 0847 1619 B130311140847 13 24 (031114/1644 3.67 |<MDA|[031214/0003 <MDA <MDA |031414/1559
3/11/14 | 3/12/14

3/11/14 1619 0030 B130311141619 75 26 |031214/0102 70 10 (031214/0743 61 12 031514/0739
3/12/14 | 3/12/14

3/12/14 0030 0845 B130312140030 26 20 |031214/0925 18 8 |031214/1545 14 <MDA |031514/0740
3/12/14 | 3/12/14

3/12/14 0845 1635 B130312140845 10 16 |031214/1653 5 8 |031314/0010 <MDA <MDA |031514/1618
3/12/14 | 3/13/14

3/12/14 1635 0047 B130312141635 19 36 |031314/0116 4.45 6 ]031314/0750 <MDA <MDA |031514/2349
3/13/14 | 3/13/14

3/13/14 0047 0857 B130313140047 17 25 |031314/0927 3 5 ]031314/1535 <MDA <MDA |031614/0809
3/13/14 | 3/13/14

3/13/14 0857 1635 B130313140857 24 29 |031314/1655 7 5 ]031414/0010 5 <MDA |031614/1659
3/13/14 | 3/14/14

3/13/14 1635 0050 B130313141635 20 30 |031414/0139 3 2 |031414/1103 <MDA <MDA |031714/0022
3/14/14 | 3/14/14

3/14/14 0050 0820 B130314140050 15 20 |031414/0940 5 7 ]031414/1533 <MDA <MDA |031714/0803
3/14/14 | 3/14/14

3/14/14 0820 1655 B130314140820 11 23 |031414/1809 4.5 5 ]031514/0011 2.8 <MDA |031714/1601
3/14/14 | 3/15/14

3/14/14 1655 0020 B130314141655 24 38 (031514/0107 3.1 |<MDA|031514/0742 2.7 <MDA |031814/0017
3/15/14 | 3/15/14

3/15/14 0020 0850 B130315140020 32 63 |031514/0932 5 13 |031514/1617 2.4 <MDA |031814/0756

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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Station B, After the Filtration System

Date
Time |Date Time Alpha | Beta |First Count Alpha | Beta |Re-count Alpha Final Count

Date Installed | Removed Filter ID (dpm) | (dpm) [(date/time) (dpm) | (dpm) [(date/time) (dpm) |Beta (dpm)| (date/time)
3/15/14 | 3/15/14

3/15/14 0850 1635 B130315140850 18 34 031514/1705 <MDA [<MDA|031514/2350
3/15/14 | 3/16/14

3/15/14 1635 0030 B130315141635 19 18 |[031614/0139 13 [<MDA|031614/0813
3/16/14 | 3/16/14

3/16/14 0030 0835 B130316140030 19 32 (031614/0903 4.1 [<MDA|031614/1601
3/16/14 | 3/16/14

3/16/14 0835 1628 B130316140835 10 18 |[031614/1705 4 <MDA|031714/0022
3/16/14 | 3/17/14

3/16/14 1628 0030 B130316141628 17 22 |031714/0103 6 14 (031714/0809
3/17/14 | 3/17/14

3/17/14 0030 0930 B130317140030 22 33 |031714/0957 7 7 ]031714/1605
3/17/14 | 3/17/14

3/17/14 0930 1648 B130317140930 14 18 [031714/1742 3 <MDA [031814/0016
3/17/14 | 3/18/14

3/17/14 1648 0001 B130317141648 19 36 |031814/0040 4.5 5 ]031814/0800
3/18/14 | 3/18/14

3/18/14 0001 0940 B130318140001 23 53 |031814/1014 4.3 10 (031814/1626
3/18/14 | 3/18/14

3/18/14 0940 1635 B130318140940 17 30 |031814/1653 3.2 3.8 |031814/2358
3/18/14 | 3/19/14

3/18/14 1635 0030 B130318141635 19 24 1031914/0043
3/19/14 | 3/19/14

3/19/14 0030 0928 B130319140030 15 16 |031914/1016

All counts performed on a Tennelec XLB for 10 minutes

unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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Station B, After the Filtration System

Date

Date
Time
Installed

Date Time
Removed

Filter ID

Alpha
(dpm)

Beta
(dpm)

First Count
(date/time)

Alpha
(dpm)

Beta
(dpm)

Re-count
(date/time)

Alpha
(dpm)

Beta (dpm)

Final Count
(date/time)

All counts performed on a Tennelec XLB for 10 minutes
unless otherwise noted.

* Values represent the results of isotopic analysis.

MDA = Minimum Detectable Activity
dpm =Disintegrations Per Minute
N/A = Not Analyzed N/P = Not performed
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